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Benedikt Baumgartner1, Kolja Rödel1, Ulrich Schreiber2, Alois Knoll1

1 Technische Universität München, Munich, Germany
2 German Heart Center Munich, Munich, Germany

Abstract

Bedside monitors trigger alarms if the state of a patient
needs attention. However, many studies have shown that
there is a high rate of false or clinically irrelevant alarms.
Despite technological and methodological advances false
alarms persist in today’s monitoring systems. There is
still a lack of annotated, standardized and publicly avail-
able alarm databases that would foster promising results
of studies that use data mining methods, knowledge-based
systems or alike for alarm rate reduction. We present a
web-based survey conducted at the German Heart Cen-
ter Munich in which physicians had to rate given monitor-
ing events. Our results unveiled significant differences in
the ratings within the group of participants (deviations of
21.16%) but also in comparison to an established alarm
set of a second group of reviewers (31.28%). Manual
alarm ratings depend on subjective assessments and are
therefore error-prone. Our web-interface gives access to
reviewers on a large scale. This allows substantial anal-
ysis and can help to validate existing alarm databases as
well as to establish new ones.

1. Introduction

High rates of false or clinically irrelevant alarms trig-
gered by bedside monitors are a persistent problem in in-
tensive care. False alarm rates of up to 94% have been
reported [1]. Multiple studies in the last decades docu-
ment the negative impact of false alarms on both patients
and staff which affects quality of care and patient safety.
E.g. Gabor et al. [2] reported sleep disorders leading
to a slowed recovery. Imhoff and Kuhls [3] give a com-
prehensive overview on the alarm situation in critical care
and review methods from statistics and computer science
for alarm rate reduction. They criticize that still many
alarms are simple threshold alarms generating false posi-
tives without clinical meaning. The rate of false alarms has
basically not changed over the last 20 years despite techno-
logical advances. However, approaches in the field of ma-
chine learning, artificial intelligence and knowledge-based
methods have shown promising results [4–6]. A common

problem in these studies is the limited size of training and
test data. Developing and evaluating methods on a small
dataset can lead to good results which are not represen-
tative though. In fact, a representative and standardized
database of monitoring alarms is essential to develop, test
and compare methods for alarm validation and reduction.
Therefore Aboukhalil et al. [7] introduced a standard set of
critical ECG alarms. They reviewed 5386 critical alarms
from 447 patients in the MIMIC II database [8]. Each
alarm was labeled as true, false or ambiguous by two expe-
rienced annotators. Mismatched alarms, where the review-
ers disagreed, were labeled again by a third experienced
user. In the follwing we refer to their dataset as the MIT
set. In the second part of their work they tested an algo-
rithm that uses morphological and timing information from
the arterial blood pressure (ABP) curve to suppress criti-
cal ECG alarms. They reported alarm-specific suppression
rates between 33.0% and 93.5% and showed the potential
of data fusion for false alarm reduction. In a recent study
we evaluated several data mining methods on a subset of
their alarm set and were able to increase those suppression
rates (75.24% - 99.23%) [9]. The results in both studies
strongly depend on the training and test sets. Obviously
alarms of the MIT set are unequally distributed (see Figure
1). Asystole alarms naturally occur less frequently than
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Figure 1. Distribution of alarm types in the MIT set (5386
alarms in total).

tachycardia alarms, for example. Therefore an even larger
annotated database is desirable. However, the task of re-
viewing the alarms is time-consuming, error-prone and re-
lies on the knowledge of few domain experts. Comparing
several studies collecting and reviewing monitoring data
also reveals different experience levels of annotators rang-



ing from medical students to experienced physicians [10].
To overcome those deficiencies we introduce a web-based
survey for alarm annotation and show results of a prelimi-
nary study with 30 participants. The web interface allows
access to a large number of reviewers and the validation of
reviewed alarms.

2. Methods

2.1. Data source

We included annotated alarms from the MIT set as well
as critical ECG alarms from the freely available MIMIC
II database that have not been reviewed yet. In accor-
dance with Aboukhalil et al. [7] we chose 5 alarm types:
Asystole, Bradycardia (Brady), Tachycardia (Tachy), Ven-
tricular Tachycardia (V-Tach) and Ventricular Fibrilla-
tion/Tachycardia (V-Fib/Tach). We only included alarms
with an ECG and ABP signal present at the time of the
alarm and considered a range of 15 s before and 5 s after
the alarm event. If available, we added the pulmonary ar-
terial pressure (PAP) curve and numerical values for SpO2
and central venous pressure (CVP). Furthermore the sex
and age of the patient was retrieved from the database. We
supplemented the information with the current heart rate,
calculated from the ECG signal, and systolic, diastolic and
mean values for ABP and PAP in order to provide partici-
pants with a familiar monitor screen.

2.2. Survey design

A web interface based on Java Server Pages was de-
signed to present alarm events to the participants and to
collect their annotations. We asked each participant to
review 100 alarm events. Based on test runs the dura-
tion of the survey was approximately 20min. 20 alarms
were chosen from the MIT set and therefore already had
labels, 35 events were identical for all participants. An-
other 35 events were unique for each user while 5 alarms
were shown twice during the survey in order to check the
consistency of each participant’s ratings. The design of the
page was inspired by common patient monitors showing
ECG and blood pressure curves and the above mentioned
numerical data. The layout is shown in Figure 2. Each
user received a personal login. If participants logged out
before finishing their reviews, the current event was saved
and users could continue the survey when they logged in
again. A status bar shows the current process of the survey.
Reviewers had four possibilities for alarm categorization:
(1) no action from medical staff is necessary (false alarm),
(2) medical staff intervention is necessary within the next
15min, (3) immediate intervention is needed and (4) no
comment.

Figure 2. Screenshot of the online survey showing an
alarm event for review.

3. Results

3.1. Participants

We asked 42 physicians from the German Heart Cen-
ter Munich (GHC) to review monitoring alarms. So far 30
people participated. 15 users labeled all 100 monitor sit-
uations that were presented to each of them. For analysis
on an individual level (section 3.4) we included 23 experts
that reviewed more than 97 alarm events each. There was
one student reviewer with more than 2 years of practice in
the intensive care unit (ICU). All other participants were
physicians with at least 2 and up to 30 years of experience
in intensive care monitoring. Before they started reviewing
the monitoring alarms their experience level (low, medium,
high) was recorded. Within this group 5 reviewers judged
their experience as low, 8 had medium and 10 users had a
high experience level.

3.2. Inter-institutional level

Since a subset of the MIT standard was relabeled by the
participants we were able to compare the two groups of re-
viewers on an intra-institutional level. Alarms labeled as
”Action required within 15min” and ”Immediate Action
required” were considered as true alarms in the compar-
ison. Reviewers from GHC tended to label more alarms
as true (395) compared to the MIT (327). Overall, the
two groups differed on 31.28% of the common alarm situ-
ations.



Table 1 shows the deviations per alarm type. Noticeable
are the differences for Asystole and V-Fib/Tach alarms. 18
V-Fib/Tach events, from a total of 32, originally labeled as
false (F) by the MIT were labeled as true (T) by the GHC.
Label consistency between the two groups was highest for
Tachy alarms (18.32% deviation).

Alarm Type MIT(T)/
GHC(T/F)

MIT(F)/
GHC(T/F)

Total Deviation

Asystole 8/(8/0) 12/(9/3) 20 45%
Brady 45/(35/10) 6/(3/3) 51 25.50%
Tachy 164/(148/16) 27/(19/8) 191 18.32%
V-Fib/Tach 7/(6/1) 25/(18/7) 32 59.38%
V-Tach 103/(88/15) 89/(61/28) 192 39.58%
Total 327/(285/42) 159/(110/49) 486 31.28%

Table 1. Deviations in the Assessments of GHC and MIT
per alarm type.

3.3. Intra-institutional level

On an intra-institutional level we compared ratings
within the group of the GHC. As stated above, 35 events
were identical for all reviewers. Table 2 shows the label
distribution of the top and bottom five alarm events ordered
by the confidence level of the rating. The confidence level
displays the percentage of the label that was selected by
the majority of the users. E.g. 23 participants labeled a
V-Tach alarm as true (Table 2, rank 1), yielding a confi-
dence level of 100% while a majority of 13 reviewers out
of 25 considered another V-Tach alarm as false, yielding
a confidence level of 52% (Table 2, rank 34). Deviations
in the number of total ratings for an event are due to the
fact that not all participants completed the survey. Average
confidence level of the alarm ratings was 78.84%.

3.4. Individual level

During the survey 5 events were presented twice to each
participant. This allowed a validation of the given ratings
on an individual level and verification that participants did
not select labels randomly. In the analysis we only in-
cluded participants that labeled all 5 pairs, which made up
a total of 23 reviewers. Figure 3 displays the consistency
of the individual ratings. Both plots show the number of
physicians with respect to the quantity of equally labeled
alarm events. Plot (a) differentiates between all four la-
bel categories (see 2.2). 4 participants labeled all 5 pairs
consistently while 3 users gave identical ratings on 2 pairs.
Average consistency was 73.91%. In plot (b), the cate-
gories of (2) ”action within 15min” and (3) ”immediate
action” were combined as they both indicate a true alarm.
We could observe an average consistency rate of 86.09%
with identical ratings of all pairs by 10 participants.
The results on the individual level were also analyzed

with respect to the experience level of each user. It was
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Figure 3. Consistency of individual ratings in terms of
equally labeled pairs and with respect to reviewers’ expe-
rience level ( low , medium , high ). (a) considers 4
label categories while (b) combines categories (2) and (3).

observed that 4 out of 5 participants with experience level
”low” gave equal labels on 3 or less pairs (Figure 3(a)). 9
out of 10 experienced users reviewed 4 pairs equally while
there was no clear trend for users with medium experience.
This changed when alarm categories (2) and (3) were com-
bined (Figure 3(b)). Here all participants with medium ex-
perience reviewed the complete set of 5 pairs consistently.
The distribution of experienced users did not change sig-
nificantly. However, all participants rated at least 3 pairs
equally now.

4. Discussion and conclusion

Our results show that experienced physicians are more
consistent in their ratings compared to beginners. Partic-
ipants with medium experience were able to differentiate
between true and false alarms, but there was an uncer-
tainty whether the patient needs immediate assistance or
only within 15min. However, also experienced users were
not able to give equal reviews on all identical pairs. A
lack of concentration during the survey can be assumed
which might be due to the duration of the survey or miss-
ing motivation of participants. Therefore it is essential to
have alarm situations reviewed by more than just one ex-
pert. If we look at the intra-institutional level, we observe
strong deviations for specific alarm situations. The bottom
part of Table 2 illustrates that there are alarm situations
which are difficult to label independent of the users’ expe-
rience level. Surprisingly none of the participants labeled
those situations as unknown. This shows that manual la-
beling depends on subjective estimates and ratings are de-
batable even in a large group of annotators. For a final
decision on arguable monitor events additional data such
as patient history or medication might be needed. On an
inter-institutional level we found a rather high deviation
of almost one third (31.28%). A possible reason for that
is the limited scope of the monitor that was presented in
the survey (15 s before and 5 s after the event). In con-
trast, experts working on the MIT set had the possibility to



Rank Type False Alarm True Alarm Unknown Total Confidence Level
1 V-TACH 0 23 0 23 100%
2 V-FIB/TACH 0 24 0 24 100%
3 BRADY 0 25 0 25 100%
4 BRADY 0 25 0 25 100%
5 TACHY 0 25 0 25 100%
...

...
...

...
...

...
...

31 V-TACH 15 11 0 26 57.69%
32 BRADY 13 11 0 24 54.17%
33 V-TACH 12 13 0 25 52%
34 V-TACH 13 12 0 25 52%
35 V-TACH 12 12 0 24 50%

Table 2. Intra-Institutional Deviations of the GHC. Shown are label distributions for the top and bottom five alarm events
ordered by confidence level with respect to the total number of reviewers.

scroll forward or backward. The rationale for this limita-
tion was that developed methods for alarm rate reduction
would also have no possibility for taking into account fu-
ture monitoring values. It is noticeable that participants
from the GHC tended to confirm monitor alarms in con-
trast to the MIT where more alarms were assumed to be
false. People working at the GHC might be more cautious
about specific alarm types (e.g. Asystole) due to the pa-
tients, recovering from heart surgery, they work with on a
daily basis.
We presented a web-based survey for labeling triggered

monitor alarms. Annotated alarm databases are needed in
order to develop methods for alarm rate reduction. The
gold standard is the knowledge of the physician taking into
account the monitored data as well as other patient specific
data. But results show that reviews of alarm events should
be done by more than just a few experts in order to obtain
trustworthy labels. The framework allows access to a large
number of reviewers from all over the world and can help
to validate existing databases as well as to establish new
ones.
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[9] Baumgartner B, Rödel K, Knoll A. A data mining approach
to reduce the false alarm rate of patient monitors. In Inter-
national Conference of the IEEE Engineering in Medicine
and Biology Society. 2012; Under review.

[10] Siebig S, Kuhls S, Imhoff M, Langgartner J, Reng M,
Schlmerich J, Gather U, Wrede CE. Collection of anno-
tated data in a clinical validation study for alarm algorithms
in intensive care - a methodologic framework. Journal of
Critical Care March 2010;25(1):128–135.

Address for correspondence:

Benedikt Baumgartner
Technische Universität München
Department of Informatics
Boltzmannstr. 3
85748 Garching b. München
bb@tum.de



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles false
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Gray Gamma 2.2)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 1
  /Optimize false
  /OPM 0
  /ParseDSCComments false
  /ParseDSCCommentsForDocInfo false
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo false
  /PreserveFlatness true
  /PreserveHalftoneInfo true
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts false
  /TransferFunctionInfo /Remove
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
    /Arial-Black
    /Arial-BoldItalicMT
    /Arial-BoldMT
    /Arial-ItalicMT
    /ArialMT
    /ArialNarrow
    /ArialNarrow-Bold
    /ArialNarrow-BoldItalic
    /ArialNarrow-Italic
    /ArialUnicodeMS
    /BookAntiqua
    /BookAntiqua-Bold
    /BookAntiqua-BoldItalic
    /BookAntiqua-Italic
    /BookmanOldStyle
    /BookmanOldStyle-Bold
    /BookmanOldStyle-BoldItalic
    /BookmanOldStyle-Italic
    /BookshelfSymbolSeven
    /Century
    /CenturyGothic
    /CenturyGothic-Bold
    /CenturyGothic-BoldItalic
    /CenturyGothic-Italic
    /CenturySchoolbook
    /CenturySchoolbook-Bold
    /CenturySchoolbook-BoldItalic
    /CenturySchoolbook-Italic
    /ComicSansMS
    /ComicSansMS-Bold
    /CourierNewPS-BoldItalicMT
    /CourierNewPS-BoldMT
    /CourierNewPS-ItalicMT
    /CourierNewPSMT
    /EstrangeloEdessa
    /FranklinGothic-Medium
    /FranklinGothic-MediumItalic
    /Garamond
    /Garamond-Bold
    /Garamond-Italic
    /Gautami
    /Georgia
    /Georgia-Bold
    /Georgia-BoldItalic
    /Georgia-Italic
    /Haettenschweiler
    /Impact
    /Kartika
    /Latha
    /LetterGothicMT
    /LetterGothicMT-Bold
    /LetterGothicMT-BoldOblique
    /LetterGothicMT-Oblique
    /LucidaConsole
    /LucidaSans
    /LucidaSans-Demi
    /LucidaSans-DemiItalic
    /LucidaSans-Italic
    /LucidaSansUnicode
    /Mangal-Regular
    /MicrosoftSansSerif
    /MonotypeCorsiva
    /MSReferenceSansSerif
    /MSReferenceSpecialty
    /MVBoli
    /PalatinoLinotype-Bold
    /PalatinoLinotype-BoldItalic
    /PalatinoLinotype-Italic
    /PalatinoLinotype-Roman
    /Raavi
    /SABAEN44
    /SAKURAalp
    /Shruti
    /SimSun
    /STSong
    /Sylfaen
    /SymbolMT
    /Tahoma
    /Tahoma-Bold
    /TimesNewRomanMT-ExtraBold
    /TimesNewRomanPS-BoldItalicMT
    /TimesNewRomanPS-BoldMT
    /TimesNewRomanPS-ItalicMT
    /TimesNewRomanPSMT
    /Trebuchet-BoldItalic
    /TrebuchetMS
    /TrebuchetMS-Bold
    /TrebuchetMS-Italic
    /Tunga-Regular
    /Verdana
    /Verdana-Bold
    /Verdana-BoldItalic
    /Verdana-Italic
    /Vrinda
    /Webdings
    /Wingdings2
    /Wingdings3
    /Wingdings-Regular
    /ZWAdobeF
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 200
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /ColorImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 200
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages false
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /GrayImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 400
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 600
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e55464e1a65876863768467e5770b548c62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc666e901a554652d965874ef6768467e5770b548c52175370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA (Utilizzare queste impostazioni per creare documenti Adobe PDF adatti per visualizzare e stampare documenti aziendali in modo affidabile. I documenti PDF creati possono essere aperti con Acrobat e Adobe Reader 5.0 e versioni successive.)
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020be44c988b2c8c2a40020bb38c11cb97c0020c548c815c801c73cb85c0020bcf4ace00020c778c1c4d558b2940020b3700020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken waarmee zakelijke documenten betrouwbaar kunnen worden weergegeven en afgedrukt. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create PDFs that match the "Required"  settings for PDF Specification 4.01)
  >>
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [612.000 792.000]
>> setpagedevice


